
 

 







HPLC System: Agilent 1100 Series 

HPLC Settings: 

Injection Volume:  40 μL 

LC Column:  Agilent Zorbax® XDB-C8 

(15.0 cm x 4.6 mm i.d., 5 μ) 

Column Temperature:  30°C  

Mobile Phases:  0.01 M Acetic Acid and 

Acetonitrile 

LC/MS/MS System: Applied Biosystems API 5000 

LC/MS/MS Settings: 

Ionization Source  Electrospray 

Polarity:  Negative  

Mode:  Selected Ion Monitoring 

(SIM) and Multiple 

Reaction Monitoring 

(MRM) 

Monitoring 

Mass/Charge:  

197 Daltons 

(Cymoxanil, M-1) 

Elution Timeframe: 0-17 min 



Reference Value AMR-3705-95 

(% Recovery) 

DuPont-13753 

(% Recovery) 

Geno/Grinder 

(% Recovery) 

0.05 ppm (LOQ) 84 ± 3.4 (n=4) 93 ± 3.7 (n=5) 78 ± 3.1 (n=6) 

0.50 ppm 

(10xLOQ) 

68.5 ± 1.5 (n=2) 89 ± 2.4 (n=5) 78 ± 6.9 (n=4) 



 

 

 

 

 

 



Crop DuPont - 13753 

Method 

Geno/Grinder 

Method 

DuPont - 

13753 Method 

Geno/Grinder 

Method 

DuP-1 (ppm) Metabolite D (ppm) 

Alfalfa 14.4 15.7 0.15 0.14 

Corn Stover 0.003 0.002 N/D N/D 

Cucumber 0.002 0.0015 N/D N/D 

Green Onion 0.012 0.022 N/D N/D 

White Straw 0.009 0.0075 0.003 0.002 

 DuP-1 Met A Met B Met C Met D Met E Met F Met G 

% 

Recovery 

& RSD of 

LOQ 

Sample 

78+ 4.7 93+ 4.6 101+6.1 100+9.5 98+ 1.8 97+ 7.5 113+7.

0 

107+6.

6 

% 

Recovery 

& RSD of 

10xLOQ 

Sample 

80+ 5.8 82+ 6.8 83+ 8.0 85+ 4.8 78+ 8.1 76+ 4.5 82+ 6.9 77+ 9.6 

 



 

 

 


